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Abstract 


Th.s report contelns the preH,i„,ry exper1,»„ta1 de»el.p.»„t 
«rk directed to«rds the ohdereteodle, of treosttioo in boundary 
layers with suction. The «ork porfoneed under this task extended only 
to the establisl»ent of the basic stability experiment and the 

certification of the facility. The experiments with suction will 
be carried out in another task. 
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CHAI TER 1 


INTRODUCTION 

The process of treosltioo fro™ a 1a»i„ar to a turbulent boundary 
layer is a frequently encountered phenomenon when considering fluid flow 
past a body. Due to the complexity of this nonunifonn and unsteady pro- 
cess, a concise description of transition is far from complc,.. 

The idea that small disturbances present in a laminar boundary 
layer may eventually lead to transition was proposed by Tollmien ( 1929 ) 
and Schlichting (1933). Experiments conducted by Schubauer and Skramstad 
(1997) showed that transition was a strong function of the natural dis- 
turbances present in the free stream. In doing so. they were the first 
to docunmnt the presence and growth of sinusoidal velocity fluctuations 
or Tollmien- Schlichting (T-S) waves, in a laminar boundary layer. Con- 
tinued work in the area of laminar boundary-layer stability has been 
motivated by the substantially lower skin friction and heat transfer for 
laminar layers as co-npared with turbulent layers. Drag reduction is of 
great practical significance, particularly in increasing the fuel 
efficiency of aircraft by delaying transition using laminar flow 
control (LfC). Previous research, including full-scale flight tests 

with the x-21 program, has demonstrated that LFC can be achieved under 

some conditions. 

Laminar flow control on aircraft is primarily an attempt to main- 

tain laminar boundary layers on the winac ^ . 

/ > on cne wings, thereby reducing the friction 

drag on the wings to as much » fifth ,yf la. 

mucn as .. fifth of its corresponding turbulent 
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value. The «»st prcisiu, method of achieving LFC invoi.es the use of 
boundary -layer suction which has been accomplished with the use of dis- 
tributed suction siots. The use of a poi-ous surface material has also 
been proposed. 

Although there exists experimental eiidence of the feasibility of 
LfC and computational methods exist to predict the boundary-layer 
stability characteristics, further experimental wort, is needed. Addi- 
tional experimental evidence will add to the fund.imental hnowledge of 
the transition process as well as substantiate the existing theoretical 
models which serve as a basis for aircraft design capabilities. The 

experiiients developed here at VPI S SU have been designed with these 

needs in mind. The ohinrtiun nf fi,;- 

0 tins experimental program is a detailed 

study of houndary-layer stability and transition processes with and 

without LFC. These experiments will eventually he perfoimed for flow 

past curved surfaces and three-dimensional swept-wing models. 

The wort described in this report was the first stage of this 
program: that is the development of the experimental capabilities to in- 
ti.iate the stiihility of a laminar boundary layer on a flat plate with 
.’ero chnrdwise pressure giMdient. This type of experi»«nt. first 
conducted by Schuhauer and .Skramstad (1047) and later by Ross et al 
(1970). Kachanov et al (1075). and Strazisar et al (1975). serves as the 
foundation for the more involved experiments. Thus the base state of 
the experiment is established by comparison with existing data. 

The methods for investigating the behavior of T-S waves in the 
boundary layer were basically 1,k.. those used by previous investigators. 
Periodic disturbances of known f.eguency were introduced into the hound- 


ary layer by means of a vibrating ribbon. The vibrating ribbon created 
fluctuating velocity components, u and v in the x and y directions 
respectively, which were superposed on the mean boundary-layer velocity. 
In this case the x-direction is parallel to the flow and the y-direction 
is noniial to the surface. A few boundary-layer thicknesses downstream 
of the vibrating ribbon the fluctuating disturbance components estab- 
lished themselves across the boundary layer into a regular pattern as 
shown in Figure 1.1. With the use of a hot-wire anenwmeter. the dis- 
tribution of the r.m.s. disturbance velocity, |u|, through the boundary 
layer was measured. The change in the maximum disturbance amplitude 
(located at n = n^) was measured in the streamwise direction. 

A typical result of this type of measurement is shown in Figure 
1.2. The points Rj and Rjj. where du^dx = 0. are called neutrally 
stable points and are identified with a Reynolds number based on the 
thickness 6^ = (vx/U^) The locus of points Rj and Rjj as a function 
of the din«nsionless frequency, F = (fv/U;). of the disturbance is the 
neutral stability curve presented in Figure 1.3. Between branch I and 
branch II the amplitude is growing and this is an unstable region. The 

lowest value of Rj found for all frequencies is the critical Reynolds 
number. 

The results of the linear stability theory applied to laminar 
boundary- layer disturbances are also shown in Figure 1.3. Until re- 
cently, the linear stability theories considered the boundary- layer flow 
as being parallel. These models did not account for the growth of the 
boundary layer in the streamwise direction and hence did not fully agree 
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with the experiaenta) evidence. Recently however, linear stability 

theories which account tor nonparallel-flow effects (Bouthicr, 1973; 

Nayfeh, Saric, S Mook, 1974; Gaster, 1974; Saric S Nayfeh, 1975) have 

shown n,uch better agreement with experiment as illustrated in Figure 
1.3. 

These linear nK,dels are valid when the velocity fluctuations in the 
boundary layer are small. In this case, the wave behavior is described 
by an eigenvalue problem and so it is not dependent on the disturbance 
amplitude. However, when the disturbances become large, the linear 
models no longer hold. For large amplitude waves, nonlinear inter- 
actions are likely, resulting in an exchange of energy between waves of 
different frequencies (Kachanov et al, 1977, 1978). This type of be- 
havior is very amplitude dependent and must be explained by nonlinear 
models. Recently, nonlinear models have been developed to predict two 
and three wave interactions (e.g., Nayfeh Bozatli. 1978). 

Futther experiments on nonlinear boundary- layer stability are 
currently being conducted at VPI & SU using the experimental apparatus 
described hero. These experiments were motivated by the need for 
mfonnation leading to an understanding of the nonlinear interactions of 
T-S waves before the occurrence of transition as well as for knowledge 
of the influence of initial disturbance amplitudes on transition. 

Future experiments will be conducted on a flat plate n«del with suction 
in order to determine the influence of LFC on the nonlinear behavior of 
T-S waves. These experiments can then be carried one step further to 
investigate these phenonmena on (nree-dimensional surfaces. 
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The development of the flat plate experiments without suction is 
the topic of this report. The experimental apparatus is described in 
Chapter 2 and a description of the wind tunnel facility and its cap- 
abilities for boundary-layer stability experiments are included. The 
flat plate model and traversing iwchanism are also described in this 
chapter. The experimental methods and the results of measurements to 
determine the flow quality are presented in Chapter 3. In the remainder 
of Chapter 3 the preliminary measurements of neutrally stable T-S waves 
are given. Remarks on the current state of the experiments and re- 
commendations are found in Chapter 4. A detailed description of the 
instrumentation employed in the experismnts is located In the Appendix. 


CHAPTER 2 

WIND TUNNEL FACILITY AND EXPERIMENTAL APPARATUS 
2.1 The Wind Tunnel Facility 

The experiments vvere performed in the VP I & SU Stability Wind 
Tunnel. This wind tunnel was originally a NACA facility located at 
Langley Field in Hampton Virginia. Constructed in 1940, the facility 
was designed to provide a very low-turbulence level flow for conducting 
dynamic stability measurements. The wind tunnel was moved to VPI & SU 
and reconstructed in 1958. Present studies revealed that the facility 
had very good flow quality, even when compared with present-day designs. 
For boundary-layer experiments, extremely low free-stream turbulence 
levels were necessary. These levels were found to be in the range of 
.02/-. 04/to of the free-stream velocity. Moreover, the sprectrum of the 
disturbances showed most of the energy below 20 Hz. The flow quality is 
discussed in more detail in Chapter 3. 

The facility was a closed loop with an air-exchange tower which was 
open to the atmosphere. A plan view of the facility is shown in Figure 
2.1. The tunnel circuit had no heat exchanger for temperature control, 
however temperature stability was maintained by partial air replacement 
via the air-exchange tower. The air-exchange tower was located down- 
stream of the fan and motor assembly and used a boundary- layer bleed on 
the entry flow. Turning vanes were located at each corner of the tunnel 
circuit i. *-der to maintain uniform flow. The relatively low air 
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velocities in the settling chamber and through the turbulence screens 
allowed large scale turbulent eddies to be dissipated. 

The seven turbulence screens were 30 mesh screens of 0.2 mm dia- 
meter stainless steel wire. The screen cpen-area ratio was 0,6. Ex- 
periments were performed to determine optimum damping screen mesh size 
(Bradshaw 1965), and based on this work, it was s'iggested that screens 
having an open-area ratio greater than 0.57 can be used for boundary- 
layer measurements. The damping screens in the VPI & SU facility were 
found to be quite effective in reducing the turbulence level and did not 
appear to generate spanwise mean-flow flucuations on the model. The 5.5m 
square screen panels were constructed from three 1.83 m x 5.5 m screens 
joined together. The two seams in each screen panel were approximately 
2 mm wide. The screen panel furthest downstream had horizontal seams 
and alternate upstream panels were rotated 90°. This resulted in four 
horizontal and three vertical sets of seams. A check of variations in 
the freestream turbulence levels in the test section revealed that any 
turbulence being shed from the screen seams was dissipated in the nozzle 
and did not reach the test section. The screens were drawn very tight 
and held by clamps around the inside perimeter of the settling chamber 
walls. The spacing between screens was 146 mm. The screen clamps were 
offset from the settling chamber wall, which resulted in a 25 mm space 
around the perimeter of the screens. Due to the screen blockage, a wall 
jet was created as the flow left the turbulence screens. Downstream of 
the turbulence screens the flow underwent a 9:1 area contraction ratio 
as it passed through the nozzle and into the test section. Flow visual- 
ization in the nozzle with string tufts as well as hot-wire measurements 
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in the boundary layer showed that the boundary layers were not unusually 
thick and there was no separation bubble in the nozzle. The test sec- 
tion was enclosed in an airtight control room. The control room was at 
the same static pressure as the test section and this minimized the 
problem of air leakage into the test section flow. The test section was 
7.3 m long with a constant square cross section of 1.83 m. Since there 
was no allowance for growth of the wall boundary layers, a slight nega- 
tive pressure gradient of approximately Cp = 0.3?^ per meter was present. 

The flow was driven by a 4.3 m dia. propeller that had eight 
constant pitch blades. Power for the fan was provided by a 450 kW, 
d.c. motor. This system was capable of providing stable free-stream 
velocities in the test section in the range of 4.6 m/s to 67 m/s. The 
fan motor assembly was mounted on an isolated foundation. 

Llectrical power for the d.c. motor was supplied by a Westinghouse 
Model No. 28767 motor-generator. The motor-generator was also mounted 
on its own foundation. However, the generator rotational speed of 900 

r.p.m. , or 15 Hz, was found to be a source of vibration in the test 
section. 

2.2 The Model 

The wind-tunnel model was a 1.83 m x 3.7 m flat plate constructed 
for these experiments by Brunswick Corporation in Marion, Virginia. The 
model was a laminated panel that consisted of a 19 nni paper honeycomb 
core sandwiched between two, 1 mm 6061-T6 aluminum sheets. The overall 
thickness of the panel was 21.6 uaii. This design was chosen for its ease 
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of handling, light weight, strength, and very flat surfaces that were 
insensitive to temperature and humidity changes. 

The mounting of a number of fixtures on the back of the plate was 
facilitated by thirty-four threaded inserts which were flush mounted and 
held in place by fiberglass potting resin. The leading edge and the 
electromagnets for the vibrating ribbon were mounted using the threaded 
inserts. Additional threaded Miserts were located on the beck of the 
plate to allow the mounting of vacuum manifolds so that the model could 
be adapted to experiments with boundary- layer suction. The threaded 
insert locdtions ar© sliown in Figure 2.2. 

A 0 34 m X 1.83ni tapered leading edge was mounted onto the front of 
the plate winch gave a total model length of 4.0 m. The leading edge 
had an elliptical profile with a ratio of major to minor axes of 67:1. 
This leading-edge profile was chosen to minimize the stagnation point 
pressure rise, and yet be insensitive to leading-edge separation at 
si ight angles-of-attack. 

The leading edge was fabricated at Dynamic Engineering in Newport 
News, Virginia. The elliptical profile was machined from a single piece 
of aluminum using a numerically controlled milling machine. Tolerances 
for the profile shape were i 0.03 mm near the stagnation region and + 

0.1 mm necr the flat-plate junction. A surface finish of 8 pm was 
obtained by hand polishing. Four mounting brackets were epoxied to the 
notched area at the root of the leading edge. The brackets bolted 
directly to the back side of the plate with sixteen threaded inserts. 

At the leading edge-plate junction, the leading edge was parallel to the 
front surface of the plate. Due to the different thermal coefficients 
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of expansion of the two naterials. a slight step or gap resulted at the 
junction. This step or gap was generally less than .02-.05 m and was 


easily faired by using a polyester patching conpound. Repair of the 
leading edge junction was usually necessary only when the seasons of the 
year changed which resulted in large temperature changes from the pre- 
vious test series. The leading edge - flat plate junction is shown in 
Figure 2.3. 

Static pressures on the test side of the plate were measured by 93 
static pressure ports. A pressure port consisted of a 6.3 n»n diameter 
cylindrical aluminum insert with an orifice at one end and a copper tube 
at the other end, as shown in Figure 2.4. This configuration permitted 
easy and reliable attachment of pressure tubing and provided static 
pressure measurements without disturbing the flow. The pressure port 
inserts were press-fit into holes in the flat plate and potted in 
place. This arrangement is shown in Figure 2.5. The 93 pressure ports 
shown in Figure 2.6 were located to provide the spanwise and chordwise 
pressure measurements. With the pressure ports installed, surface 
irregularities were then removed from the entire test surface of the 
plate by hand finishing with 600 grit paper and rubbing compound. The 
surface was cleaned with a wea< phosphorous acid jelly afterwhich a 
protective coat of wax was applied. He.ght-gauge measurements of the 
tost surface indicated that local variations from flatness did not 
exceed J.l nun and were generally less than .03 mm. 

A trailing-edge flap was added to the end of the flat plate in 
order to control the position of the attachment line on the leading 
edge. The flap balanced the wind-tunnel blockage between each side of 
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the plate in order to prevent leading-edge separation. The trailing- 
edge flap was adjustable from zero deflection to a maximum of 33 degrees 
toward the test side of the plate. The flap was constructed from a 1.83 
m X 0.23 m x 0.02m fir board which was hinged at the plate-flap junction 
and had a tapered, sharp trailing edge. 

2.3. Vibrating Ribbon 

The source of the disturbances introduced into the boundary layer 
was a thin metallic strip which, when placed in a constant magnetic 
field, oscillated at the frequency of the electrical current passed 
through it. The ribbon material was a spring-tempered, phosphor-bronze 
alloy which was 0.025 mm thick and was obtained in precut widths of 2.5 
mm . 

Thirty electromagnets were mounted on the back of the plate in two 
parallel rows which resulted in the magnetic field visualized in Figure 
2.7. The magnet configuration is shown in Figures 2.8. The two rows of 
magnets had opposite polarity to produce unidirectional field lines on 
the plate. The ribbon tension was applied using a spring scale which 
was accurate to within 1 Newton. A tension of 20 Newtons was found to 
be satisfactory. Ribbon clamps on the back of the plate held the ribbon 
in tension and provided electrical contact. 

The freely vibrating length of the ribbon was generally 0.3 in and 
this length was centered at midspan of the plate. Each end of the 
vibrating length of the ribbon was held a distanc of 0.1 mm from the 
plate by two layers of cellophane tape and the remaining stationary 
portion of the ribbon was isolated electrically from the plate by a 


12 



Single layer of cellophane tape. 

The varidtle parameters that affected the ribbon amplitude and 
frequency were the magnetic field strength, the alternating current in 
the ribbon, and the tension and length of the ribbon. Measurements of 
the ribbon amplitude and frequency as a function of the parameters 
mentioned above provided a direct indication of the disturbances in- 
troduced by the ribbon. These measurements were accomplished by means 
of the inductance probe which was mounted on the end of the traversing 
mechanism sting discussed in Section 2.5. A laboratory experiment was 

also set up to investigate the ribbon vibration characteristics in more 
detail . 

A number of characteristics were important concerning the type of 
disturbances introduced by the ribbon. Measurements of the peak ribbon 
amplitude and spanwise phase were an indication of the uniformity of 
displacement. A spanwise plot of the ribbon phase relative to the driv- 
ing signal, shown in Figure 2.9, indicated a first-mode ribbon vibration 
The phase shift of 180 degrees was due to the polarity of the magnet 
connections. Spectrum analysis of the ribbon vibration also indicated 
that harmonics of the fundamental driving frequency were not present at 
the low ribbon amplitudes used in these experiments. 

2.4 Traversing Mechanism and Test Section Configuration 

Two different traversing mechanisms were constructed to be used 
du''ing different periods of the experiment. Most of the stability 
measurements were taken at the midspan of the plate and required only a 
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two-dimensional traversing mechanism for movement in the x- and y- 
directions shown in the test section layout of Figure 2.10. 

The flat-plate model was mounted in a vertical plane, offset from 
the tunnel centerline. The x-traverse guide rods were mounted on the 
floor and ceiling of the tunnel and were parallel to the tunnel side 

walls. A typical flap deflection needed to balance the flow blockage is 
also shown in Figure 2.10. 

The three-dimensional traversing mechanism shown in Figure 2.11 was 
used when spanwise measurements were required. The device was capable 
of moving 3.7 m in the x-direction, 1 in the z-direction. and 100 ..... 
in the y-di»'ection. The x- atid z-trave.'ses were driven by stepping 
motors through a chain drive and had an accuracy of .25 mm. The y- 
traverse was also operated by a stepping motor, but it drove a precision 
lead screw and had an accuracy of .007 n«n. All three traverses ...oved 
along precision-ground steel rods using self-aligning ball bushings. 

This support conf iguration provided low-friction linear nation and 
accurate positioning with a minimum of side-to-side ..ration. 

The two-dimensional traversing mechanism shown in Figure 2.12 was 
capable of move...er.t in the x- and y-directions. When spanwise ...easure- 
ments were not required, this device was used since it had less upstream 
influence on the mean-flow field than did the three-dimensional traverse. 
The two-dimensional t.'averse e..iployed the same x and y drive ...echanisn.s 
as did the th.-ee-d1.i.ensional traverse. However, elimination of the 
vertical guide rods, drive chain, and stepping motor permitted a reduc- 
tion in the width of the ..ain vertical support shroud from 100 ..in to 13 iim 
The inf.ijonce of this traverse on the mean flow field is discussed in 
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Chapter 3. 

A more detailed discussion of the design criteria and specifica- 
tions for the three-dimensional traverse is provided by Cousins, Saric, 
& Reynolds (1978). A complete report on the design and construction of 
the two- and three-dimensional traversing mechanisms can be found in 
Weber, Reynolds, & Saric (1979). 

2.5 Hot-Wire Sting 
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Placement of the hot-wire probe beyond the influence of the tra- 
versing mechanism was accomplished with the hot-wire extension arm or 
sting. The hot-wire sting was mounted on the y-traverse sliding block 
and extended 0.61 m to the side and 0.61 m ahead of the traversing mech- 
anism as shown in Figures 2.11 and 2.12. 

Because almost all hot-wire measurements were taken in the thin 
boundary- layer region near the plate, it was necessary to minimize the 
probe vibration. At the same time the sting thickness had to be kept 
small to reduce the upstream influence on the flow. These factors 
placed special requirements on the sting. 

In order to obtain the needed rigidity and thin profile, a lami- 
nated composite construction was used. The sting was constructed at VPI 
& SU and consisted basically of two parts: the root and the extension. 

The root of the sting, which attached to the y-traversing mechanism, was 
a laminated Kevlar composite. This consisted of 20 layers of woven, 
pre-impregnated Kavlar material, which had an overall post-cure thick- 
ness of 4.76 nin after being subjected to a high temperature press. The 
extension arm which held the probe extension tube was a laminated 
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■ounted or. the treverse sting. The fixed pr-obe n»ont wes also used to 
determine the transition Reynolds number on the flat plate model. 
Specific applications for this mount are described in Chapter 3. 
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EXPERIMENTAL PROCEDURES AND RESULTS 
3.1 Basic Measuring Devices and Instrumentation 

The primary objective of these experiments was to investigate the 
character and linear stability of small disturbances introduced into the 
laminar boundary layer. As described in Chapter 2, disturbances were 
introduced into the boundary layer by a vibrating ribbon. Various 
properties of these disturbances were then measured by hot-wire 
anemometry. 

Three independent constant temperature anemometer channels were 
used to measure the disturbance velocities and mean flow velocity. Each 
channel consisted of a DISA 55D01 Constant Temperature Anemotiieter (CTA), 
a DISA 55D10 Linearizer, and a DISA 55D35 RMS Unit. These units are 
described in section A.l of the Appendix. Probe calibration was accomp- 
lished by comparison with a Dwyer 160-DCF pitot static tube located 300 
mm ahead of the leading-edge of the model. A simple arrangement used 
for the signal conditioning of a constant-temperature anemometer output 
is shown in Figure 3.1. All of the anemometer outputs were linearized 
to provide an output voltage proportional to the velocity being measured. 
Hot-wire probes were not temperature compensated, but instead were 
occasionally relinearized to account for daily temperature variations. 
Linearization of hot-wire probes was handled through the HP 3052A 
Automatic Data Acquisition System, as was much of the data gathering 
process. The data aquistion system consisted of a HP3495A and HP3455A 
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scdnnInQ voltmeter which sempled the detdi end then sent the dlQltized 
information to a Hr>9825A calculater/printer and to a HP 9872A plotter. 
These units are described in Section A. 2 of the Appendix. 

The hot-wire probes used were generally of the boundary- layer type, 
allowing measurements to be taken close to the surface of the model. 

A 3 mm long, 5 pm diameter platinum-plated tungsten wire with gold 
plated ends served as the measuring device. The sensing portion of the 
wire was 1.25 mm long (L/D = 250) end was isolated from the support 
prongs by the unheatsd portion of wire at the ends. The probe body 
and sensor configuration are described in Section A. 2 and shown in 
Figures A.1-A.3 of the Appendix. 

3.2 Mean Flow Measurements 

A number of preliminary measurements were necessary in order to 
assure that the flow past the model was two-dimensional. The velocity 
of the mean flow was found to be uniform across the test section until 
the side wall boundary layer was encountered. Moreover, the freestream 
velocity was found to be steady over the working range of wind tunnel 
speeds. 

The develop'‘.ent of a Blasius boundary layer takes place under the 
conditions of zero streamwis*» pressure gradient. Due to the physical 
limitations of the wind tunnel facility, zero pressure gradient flow was 
not entirely possible. The test section used for these experiments did 
not have adjustable walls and had a constant cross-sectional area. As 
a result, blockage effects due the wall bendary layers, the traversing 
mechanism, and the model itself were accounted for by correct position- 
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ing of the model. The overall effect of these factors on the chordwise 
and spanwise pressure gradient was measured on the plate by the series 
of static pressure ports shown in Figure 2.6. The 93 pressure ports 
were connected to two, 48 port Scan i valves (Section A. 17) which relayed 
the pressure signal to a differential pressure transducer with a full- 
scale range of + 0.5 mm Hg. The pressure transducer used was a Setra 
Systems Model 239E and is described in Section A. 15 of the Appendix. 
Blockage effects due to the traversing mechanism were minimized by 
positioning the plate closest to the back wall of the test section. The 
plate was also placed at a slight positive angle of attack to compensate 
for boundary- layer growth on the test side of the plate. A balance in 
the blockage between the front and back side of the plate was achieved 
by using the trail ing-edg'» flap. By deflecting the flap toward the test 
side of the plate, the leading-edge stagnation point could be positioned 
at the tip of the leading edge. As a precaution, the stagnation point 
was positioned slightly back from the leading edge toward the test side 
of the plate. In this way, the possibility of leading edge separation 
due to a slight imbalance in the blockage was avoided. This configura- 
tion of the flat-plate model, traversing mechanism, and trailing edge 
flap is shown in Figure 2.10. Chordwise and spanwise pressure gradients 
taken with this test configuration are plotted in Figures 3.2 and 3.3. 

A pressure rise at the trailing edge was the result of deceleration of 
the flow just prior to the trail ing-edge flap. A zero spanwise pressure 
gradient existed to within Cp = + O.U over an 0.8 m wide region along 
the centerline of the plate. Figures 3.2 and 3.3 indicate that the 
probe mounted on the traverse sting was outside the region of decreasing 
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pressure created ahead of the traversing niechanism. In order to sub- 
stantiate this further, measurements were made to determine the effect 
of the traversing mechanism on the behavior of the disturbances them- 
selves. This was accomplished by rigidly mounting a hot-wire probe 
support to the flat plate so that disturbance amplitudes could be mea- 
sured for different traverse positions. 

A mounting bracket shown in Figure 2.14 was taped to the plate and 
this was used to hold a DISA 55A22 hot-wire and probe support in the 
boundary layer of the flat plate. The fixed hot-wire was displaced 
about 25 mm from the centerline of the plate so that the probe support 
tube mounted on the traverse sting could move alongside it. Distur- 
bances at a dimensionless frequency of F = 55 x 10‘^ were introduced 

into the boundary layer by the vibrating ribbon. The T-S waves were in 
the region of amplification at the location of the fixed probe. The 
disturbance amplitude was measured by the fixed probe with the sting 
mounted probe alongside it, thereby simulating a measurement taken by 
the sting mounted probe. Measurements were also taken with the traverse 
moved aft to remove any influence it may nave had on the fixed probe 
readings. After a careful streamlining of the traversing mechanism, 
this procedure showed that the traversing mechanism had no measurable 
influence on the disturbances encountered by a hot-wire probe mounted on 
the traverse sting. 

As a final verification of zero pressure gradient flow, the growth 
of the boundary layer on the flat plate was compared with that predicted 
for a Blasius boundary layer. If the boundary layer is truely a Blasius 







boundary layer, measurements of displacement thickness, 6*, at arbitrary 
X locations will provide a virtual position of the leading edge which 
does not change relative to the actual leading edge. This was in fact 
the case and the virtual leading edge was found to be at x = + 89 mm. 

Laminar boundary- layer profiles taken on the plate also compared 
well with those predicted for a Blasius boundary layer. This comparison 
is made in Figure S.'i. 

The free-stream turbulence level of the flow plays a major role in 
controlling the location of transition from a laminar to a turbulent 
boundary layer. The u-component of the turbulence level in the free- 
stream was measured using the single-wire boundary-layer probe (see 
Section A. 2.1) as well as a parallel array two-wire turbulence probe 
(see Section A. 2, 2). The parallel wire configuration provided a means 
for the elimination of electronic noise by removing the uncorrelated 
portion of the signal. However, spectrum analyses of the anemometer 
output, shown in Figure 3.5, indicated that the frequency range of the 
naturally occuring turbulence is much lower than the high frequency 
electronic noise. Therefore the values of |u| given in Table 3-1 were 
obtained by the single-wire boundary- layer probe with the electronic 
noise above 1 kHz filtered by a Tektronix AM 502 Differential Amplifier. 
No variations in the free-streani turbulence were found over the uniform 
flow region of the test section. 

The influence of freestream turbulence on the location of transi- 
tion was first investigated in detail by Schubauer and Skrainstad (1947). 
These investigations showed that as the freestream turbulence was 
decreased the transition Reynolds number, Rj, increased. However, a 




maximum in R, was found (i.e. = 2.8 x 10®) for very low free- 

stream turbulence levels. Later experiments by Wells (1967) and Spangler 
& Wells (1968) suggested a dependence, not only on the magnitude of the 
turbulence, but on the spectral content as well. 

During early phases of the experiment, the traversing mechanism 
described in Chapter 2 was not yet in operation. Transition measure- 
ments were then made using a hot-wire probe rigidly mounted on the 
surface of the flat plate, as discussed earlier. As the free-stream 
velocity was increased, the onset of transition was displayed as a sharp 
increase in the boundary- layer velocity. Because of the transient 
nature of the transition process, numerous samples of the hot-wire 
reading were taken and averaged by the data aquisition system. This 
procedure resulted in the data given in Figure 3.6. The beginning of 
the transition process from a laminar to a turbulent boundary layer 
occurred at R^ : 3.5 x 10®. In general, transition due to natural 

growth of laminar boundary- layer disturbances occurred at R = 3.3 x 10® 

6 

to 3.6 X 10 . These high values of were comparable to values obtained 
at the excellent facilities at the U. S. National Bureau of Standards 
and the Institute of Theoretical and Applied Mechanics (U.S.S.R). 

3.3 Boundary-Layer Stability Measurements 

The spatial growth and decay of disturbances were measured in the 
boundary layer using a hot-wire anemometer. Disturbances were artifi- 
cally introduced into the boundary layer by the vibrating metallic 
ribbon which was discussed in Chapter 2. 
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The theory of Tollmien (1929) and Schlichting (1933) and experi- 
mental verification by Schubauer and Skramstad (1947), Ross et al (1970) 
Kachanov et al (1975), and Strazisar et al (1975) have established that 
growth or decay of disturbances depends not only on spatial locations, 
i.e., the Reynolds number, but also on frequency. At a given Reynolds 
number there is a discrete frequency band of disturbances which are 
amplified while all others are damped. Likewise, for a given frequency, 
there is a region from Rj to Rjj which has amplified waves while outside 
this region the waves decay. This is the behavior predicted by the 
neutral stability curve shown in Figure 1.3. Therefore, locations of 
neutral stability can be determined either by keeping the frequency 
constant and varying x or vice versa. In the experiments described in 
this report, locations of neutral stability, or zero growth rate, for a 
certain frequency of disturbance are found by moving a hot-wire probe in 
the x-direction until a maximum or minimum in the disturbance amplitude 
is found. 

Because the disturbance amplitude is not constant across the bound- 
ary layer, but has some characteristic profile which is a function of y 
as well as x, there is some ambiguity as to where in the boundary layer 
the disturbance amplitude should be measured. A typical disturbance 
profile obtained experimentally is plotted in Figure 3.7 against that 
predicted by the parallel stability theory. Various experimental 
methods have been used to measure the growth or decay in the distur- 
bances as they propagate in the streamwise direction. The most commonly 
used methods have been to measure the disturbances at various streamwise 
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locations keeping y constant (Schubauer and Skramstad 1947). One of 
the methods used by Ross et al (1970) was to seep the boundary-layer 
similarity variable, n = at a constant value. Measure- 

ments of the disturbance profile at various streamwise locations have 
shown that the disturbance profile shifts or distorts along lines of 
constant y or constant n. The nonparallel theory of Saric and Nayfeh 
(1977) Showed that errors due to profile distortion were minimized by 
following the maximum of |u| as the streamwise location was varied. 

This method was used by Kachanov et al (1975) and Strazisar et al ( 1975 ’ 
and was used here to determine the growth and decay of boundary-layer ' 
disturbances. These measurements of Tol Imien-Schl ichting waves at the 
maximum of |u| are described in the remainder of this section. 

Disturbances were introduced into the boundary layer at a given 
frequency supplied by a Spectral Dynamics SDlt’4A-2 Sweep Oscillator 

(Section A. 7). The oscillator signal war amplified by a McIntosh Model 

100 Power Ampl ifier (SprMnn a Q^ u • u 

1 ectun A. 8) which was adjusted tc produce the 

desired disturbance amplitude Linear ct-AK-iin+^ 

Linear stability measurements were 

perfo™ed„lth less than 0. U of the free-stream velocity, u . At 

this low level, boundary-layer disturbances introduced by the vibrating 

nbbon were only a part of the total signal picked up by the hot-wire 
probe. 

components of the hot-wire signal other than the component at the 
nbbon frequency were due to high frequency electronic noise, probe 
Vibration and naturally introduced disturbances from the free stream 
Signal processing of the ane»meter output was accomplished according 
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to the instrumentation flow chart in Figure 3-8. A detailed description 
of this instrumentation is given in the Appendix. 

A Tektronix AM 502 Differential Amplifer, was used to remove the 
high frequency electronic noise from the linearized anemometer signal 
and the remaining signal from 0.1 Hz to 300 Hz was amplified. In the 
resulting signal, the naturally occurring disturbances were very small 
but the component due to vibration appeared quite large. 

The vibration of the traverse and probe sting was monitored by a 
Bently Nevada inductance-type proximity probe (Section A. 16) located on 
the end of the sting. The sting and proximity probe are shown in Figure 
2.13. The frequency spectra of the anemometer and proximity probe 
outputs were obtained using a HP 5420A Digital Signal Analyzer (Section 
A. 4) or a Zonics Multichannel FFT Processor (Section A. 5). Vibration of 
the hot-wire probe in the boundary- layer introduced a fluctuating mean 
velocity at the probe sensor and this was observed on the anemometer 
output. A typical frequency spectrum of the anemometer output for a 
hot-wire probe located in the linear region of the boundary- layer velo- 
city profile is shown in Figure 3.9. A corresponding spectrum of the 
proximity probe output is shown in Figure 3.10. The spectrum shown in 
Figure 3.10 reveals the frequency content of the sting vibration. 
Comparison of Figures 3.9 and 3.10 show that frequency components exist 
in the anemometer output which correspond to some of the frequency 
components from the proximitor. Inspection of these specific distur- 
bance frequencies revealed that they were not T-S waves. Confirmation 
that these components coimion to butn the anemometer and the proximitor 
outputs were in fact vibration was provided by measurements using the 
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fixed probe n»unt discussed eeri.er. The fixed probe »«esure»,ents 
showed that the ooly coeiponeots present in the boundary-layer flow were 
the very low level background T-S waves and the T-S wave introduced by 
the Vibrating ribbon. The actual magnitude of the probe vibration was 
determined by reading the peak a.c. voltage from the proximitor output. 
This was accomplished using a Bruel S Kjaer 2427 Autoranging Digital 
Volta, eter {Section A.14). Using the inductance probe, the amplitude of 
the sting vibration was found to be y : .05 „.a at a free stream velocity 
Of 15 m/s. These measure-aents indicate that the probe vibration was very 
small, generally less than U of the boundary-layer thickness. Vibra- 
tion of this size had a negligible effect on amasureaients of the distur- 
bance amplitudes. 

A narrow band-pass tracking filter facilitated measure, aent of only 
the disturbances introduced at the ribbon frequency. A Spectral Dynamics 
SO 121 Tracking Filter (Section A.IO) served this purpose. The tracking 
filter with a 1 Hz band width was tuned to the ribbon frequency by using 
the sweep oscillator. The filter could also be switched out to pass the 
entire unfilteted disturbance signal. A measure of the r.m.s. distur- 
bance amplitude was obtained using a DISA 55035 RMS Unit (Section A.1) 
and a gualatative evaluation was gained by monitoring the signal on a 
Tektronix 5113 oscilloscope. By using the oscilloscope, the filtered or 
unfiltered disturbance signal was conipared with the ribbon input from 
the oscillator and the traverse vibration from the proximitor. This was 
a valuable diagnostic tool for nonitoring the different parameters 
influencing the measurements. A quantatative mea.ur,. of the system was 
then obtained by using the spect.um analyzer and data acquisition system. 
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With the tracking filter in the filter mode* the maximum of the 
r.m.s. disturbance amplitude was found by varying the y-probe coordi- 
nate. This process was aided by plotting |u| vs. y on an analog plotter. 
Several passes of the probe around the location n = n revealed the peak 
in the disturbance profile. The probe was then moved back to the 
location of u^^^ and this value, along with the corresponding x-probe 
location, was sampled by the data acquisition system. This procedure 
was repeated at successive chordwise probe locations and the results 
were plotted on a HP 9872A Digital Plotter (Section A.2). The x and y 
coordinates were obtained from the traversing mechanism controller unit 

(Section A. 11). The process of following a trajectory of |u| = u 

' ' m 

was continued until a neutral point was found, i.e. (du^jj/dx) = d. For 
decaying waves this corresponded to a minimum or branch I point, and for 
amplified waves a maximum was found corresponding to a branch II point. 

In this way, the neutral stability points in Figure 3.11 were determined. 
The Reynolds number at the neutral point was determined based on inte- 
gration of the mean boundary- layer velocity profile and the assumption 
of a Blasius boundary layer. 

Determination of the neutral stability points based on measurements 
at Ujjj show very good agreement with the theory as well as with the 
experimental data of previous investigators shown in Figure 1.3. The 
data shown in Figure 1.3 was measured using various methods. The data 
of Schubauer and Skramstad (1947) was taken by following trajectories of 
constant ,y while that of Ross et al (1970) was taken using a combination 
of the methods discussed earhet . Data obtained by Strazisar et al 




(1975) and Kachanov et al (1975) v<as taken by following Varia- 

tions in experimental data at the high frequencies are due to the various 
methods used as well as to the difficulty of the measurements at the 
higher frequencies. 
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CHAPTER 4 



CONCLUDING REMARKS 

Experiments to investigate laminar boundary- layer stability and the 
effects of laminar flow control have been developed at VPI & SU. This 
program was initiated with the investigation of the linear stability of 
the Blasius boundary layer. These experiments on a flat-plate model 
have served to develop the experimental apparatus and measurement tech- 
niques for future studies involving laminar flow control and flow past 
three-dimensional models. Comparisons of the results with existing 
neutral stability results have served to verify the experimental methods 
to be used in the later studies. 

The experiments were performed in the VPI & SU Stability Wind 
Tunnel, which is normally used for aerodynamic loading and stability 
experiments. It was therefore necessary to establish the feasibility of 
conducting boundary- layer stability experiments in this facility. This 
investigation showed that the facility is very suitable for boundary- 
layer stability measurements. The freestream turbulence levels were 
found to be very low and were comparable with other facilities used for 
this type of work. Measurements to detennine the flow uniformity and 
steadiness revealed no unusual or undesireable features in the flow. 
Confirmation of the wind-tunnel flow quality was provided by a deter- 
mination of the transition Reynolds number. Future measurements of the 
transition Reynolds number using a total pressure tube will provide a 
more complete comparison with other facilities. 
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Due to the test section configuration, the flow exhibited a nega- 
tive pressure gradient in the streamwise direction. However, a zero 
chordwise pressure gradient was accomplished on the model by placement 
of the plate at a slight positive angle-of-attack. The use of a trail- 
ing-edge flap then balanced the flow blockage and aligned the flow with 
the flat-plate model. With this test configuration the boundary layer 
was found to be laminar and measurements of the velocity profiles in- 
dicated that it was similar with respect to the boundary- layer variable 
1 / 

n = y(U^/vx) Measurements of the boundary- layer displacement thick- 
ness also agreed well with that predicted for a Blasius layer, within a 
small correction for pressure gradient effects at the leading edge. 

This correction due to the leading-edge pressure gradient was a constant 
for a given free-stream velocity. At a given velocity a virtual leading 
edge was determined from the measurement of displacement thickness. 
Reynolds number calculations at that velocity were then based on the 
distance from this virtual leading edge. 

Tol Imien-Schlichting waves were generated in the boundary layer by 
using a vibrating ribbon and the linear stability of these waves was in- 
vestigated. Neutral stability points were found for several disturbance 
frequencies which are shown in Figure 3.11. These measurements were 

taken by following the maximum of |u| and the Reynolds number is based 

1 / 

on the reference length 6^ = (vx/U^^) Additional experiments on 
neutrally stable as well as amplified waves are needed to fully verify 
the experimental procedures used thus far. However, the neutral stabi- 
lity points shov/n thus far have exhibited good agreement with previous 
experimental results obtained in other facilities. 
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With the existing experimental facility a number of other experi- 
ments are now possible. Preliminary measurements have been made in- 
vestigating the behavior of two Tollmien-Schl ichting (T-S) waves in a 
Blasius boundary layer when the waves display weakly nonlinear behavior. 
This behavior was measured for large amplitude, single frequency distur- 
bances (|u|/U„ = 0.6S) introduced by the ribbon. Two frequency distur- 
bances were also introduced using a single ribbon and a specially 
designed signal mixer. The initial amplitudes of the two disturbances 
were carefully controlled and their subsequeht growth and interaction 
were monitored using a spectrum analyzer. Measurements were also taken 
of the ribbon vibration characteristics to determine the response of the 
ribbon at large amplitudes. The experiments were motivated by the need 
for information leading to an understanding of the evolution of non- 
Iinearly interacting T-S waves before the occurence of transition. 

Experiments are also being conducted to examine nonparallel effects 
on boundary-layer disturbances due to the growth of the boundary layer. 
The effects of laminar flow control will also be considered with the 
addition of suction panels to the flat plate model. Experiments on 
three dimensional swept wing models will follow the flat plate experi- 
ments. The three dimensional traversing mechanism will be employed in 
these experiments for measurement of spanwise disturbance propagation. 


I 


REKERENCES 


dimensionafLundarf lajers^ 

•““in .s. iis" t 

E:- ;.X1. 


Gaster, M. 1974 
stability. 


On the effects of boundary- layer growth on flow 
il- Elyid Mech . 66, 465. 


* '■evcherko. V. Ya. 
small disturbances in a laminar boundary layer 
Ucheniye Zapiski TSAGI 5. 137 . ^ ^ 


1975 Growth of 
(in Russian) 


Kachanov, Yu. S. , Kozlov, 
development of waves 
i Gaza No. 3, 49. 


in I'L^ Levchenko, V. Ya. 1977 Nonlinear 
in a boundary layer (in Russian) Mek. Zhid. 


Kachanov, Yu. S., 
on nonlinear 
No. 78-1131. 


Kozlov, y. V., & Levchenko, V. Ya. 1978 
interaction of waves in a boundary layr. 


Experiments 
AIAA Paper 


Ross, J. A., Barns, F. H. , Burns, J. G., & Ross, MAS 197 n tko 


Schlichting, H. 1933 Zur Eutstehung der Turbulenz bei der Pl;>ffon 
strcang. Na^. Gott.ng%n Math.'SlwS MaSSe, i “87:; 


Schubauer, G. B. & Skramstad, H. K. 
oscillations and transition on a 
Stand. 38, 251. 


1947 Laminar 
Hat plate. 


boundary layer 
-• Bur . 


33 




34 



Spangler, J. G. & Wells, C. S,. Jr. 1968 Effects of freestream distur- 
bances on boundary- layer transition. AIAA J. 6, 543. 

Strazisar, A. J., Prahl, J. M., & Reshotko, E. 1975 Experimental study 
of the stability of heated laminar boundary layers in water. Case 
Western Reserve Univ. Dept. Fluid Themial Aerosp. Sci. FTAS/TR-75- 
113a 

Tollmien, W. 1929 Uber die Entstehung der Turbulenz. Nachr. Ges. 

Wiss . Gottingen , Math.-phys . Klasse, pp. 21-44. 

Weber, D. L., Reynolds, G. A., & Saric, W. S. 1979 Design and con- 
sturctuion of a three-dimensional and two-dimensional traversing 
mechanism with a digital controller. VPI Report (in preparation). 

Wells, C. S. Jr. 1967 Effects of freestream turbulence on boundary 
layer transition. AIAA J. 5, 172. 






• APPENDIX 


A.l, 


DISA ANEMOMETRY. Three independent anemometry channels were 
used. Each channel consisted of: 

A. 1,1. OISA 55D01 Constant Temperature Anemometer (CTA). The 

anemometer was operated with a bridge ratio of 1:20 using 
a probe cable length of 5m. For high resolution measure- 
ment of low-level signals the hot wires and cables were 
balanced at a gain of 11 and operated at a gain of 7 The 
anemometer output voltage V was related to the air velo- 
city U by: = Vo + Bl " 

tions of temperature. 


where Vo, 


B, and n are func- 


A.1.2. DISA 55D10 Linearizer. All anemometer outputs were 

proepsed through this unit to obtain a voltage signal 
which was linearly proportional to the velocity being 
measured. The unit was calibrated by inputing 1/n, ob- 
tained by a plot of Log U vs. Log[(V/Vo)' - 1] from the 
anemometer. This procedure was handled through the data 
aquisitio.i system. 

A. 1.3. DISA 55D35 RMS Voltmeter. A true r.m.s. and squared 

r.m.s, was obtained in the range - 60 dB to + 50dB over 
one volt. The integrator time constant was variable in 
the range 0.3 to 100 seconds. 

A. 2. DISA HOT-WIRE PROBES 


A.2.1. DISA 55P05 Boundary-Layer Probe. The sensor consisted of 
a 5 urn diameter Platinum-plated tungsten wire with an 

nrirf n ™ sensitive wire length of 1.25 

Sensor-support prong isolation was pro- 
vided by a copper and gold plating at the wire ends to a 
diameter of approximately 30 pm. This configuration is 
shown in Figure A.l. 


A. 2.2. DISA 55P71 Parallel-Array Turbulence Probe. This was a 
two wire probe with parallel sensors as shown in Figure 
A. 2 . The probe sensors measured essentially at the same 
point and this allowed elimination of electronic noise 
from the two independent channels. 

A. 2.3. DISA 55A22 General Purpose Hot-Wire Probe. This is the 
old style DISA probe and wrs used for fixed probe appli- 
cations as mentioned in Section 3.2. This probe con- 
figuration is shown in Figure A. 3. 
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A. 3. 


A. 4. 


A. 5. 


A. 6. 


A. 7. 


A. 8. 


A. 9. 


A, 10. 


da?a P?oce«ing ca abifi? >" addition, 

output Via paper tape or digital pfo™I!ng^ Ihf 

A.3.1, HP3455A High Accuracy/High Resolution DVM. 

A. 3. 2. HP 3495A Input Multiplexer. 

A. 3. 3. HP 9825A High Performance Calculator and ROMS. 

A. 3. 4. HP 9872A Four-Pen Digital Plotter. 

?nstf4°L?^Shich pJSvidef?iIfL fl^ea 

A:a?So‘gi€Tl 

aliasing is provided by a HP 54470^Digital Filter!^'" 

'' ana- 

up to 50 kHz. ^ frequency analyzing capabilities 

HP 3960 INSTRUMENTATION TAPE RECORDFR Thic a. 

4 channel. 3-speed tape recorder uhLh ule n“«‘ " Portable, 

tape. The recordpr rni.iH which use. 6.35 mm magnetic 

record mode. It was used in FM^mrH^^ h" or direct 

kHz frequency ban3^?d?h P™''*''®" a dc to 5 

SPECTRAL DYNAMICS SD104A-2 SWEEP OSCIllATnn a 

-?-n"rrSt:-Tt“ea“^ o^^ S F 1 ^ 

?reSS^n^rL%^J,Mp:j??^l",-- ^ad"u„1]; 

MC INTOSH MODEL 100 AC POWER AMPLIFIER Thic •*. 

watt output at 8 ohms to the v brlt n^ ribbon The^f '' 

response was 10 Hz to 50 kHz. -0.5 UO arllOO liatls 

SORENSEN-NOBATPON DCR150-15A This was a Hz- 

drive the electromagnets It Hah a power supply used to 

ick.trumagnecs. It had a 15 amp maximum output. 

SPECTRAL DYNAMICS SD121 TRACKING FIl TER thic 

band pass filter which was timoH ® narrow- 

;as used With a 
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A. 11, 

A. 12. 
A. 13. 

A. 14. 

A. 15. 

A. 16. 

A. 17. 


through the STin^ 7^1 \ motor stepping modes available 

binl.;td^S?;5?aVrst,{^L'T^ ?e?^‘:r:e.el‘?p^r?ra 

ponding analog voUage outpuL mounted DVM and corres- 

TE.KTRONIX model 5113 OSCILLOSCOPE Thi«; i<: r 

with 2-channel storage capabilities. " 8-channel scope 

HP 5300A/5302A FREQUENCY COLINTFR Th-ic * 

ss; 5;s”"“ •' •" “ ™. 

Signals in the range 0.5 Hz to 500 kHz. ^ 

wa™ PRESSURE TRANSDUCER. This 

i 2.5 volts! transducer which provided a linear dc output of 

DinONER"''?Sis'l!^^ 190 PROXIHITOR PROBE/SERIES 3000 SIGNAL CON- 
mealuHng laL of S type probe which has a linear 

14 vdc. The frequency response was d.c. to 10 kHz, + 1% 

for^sen!? I^io operated mechanism provided 

^n ur:i:\»,l« r^?“slur?J:nsd^^^ -lect^d pressure 

iiauic rur pressure transducer measurement. 


STREAMWISE DISTUrmANCt |U| 


Figure i. 


1 Example of streamwise disturbance velocity for the 
F = 86 X I0‘°, R = 440. 


case of 
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g edge-flat plate junction. All dimensions "fn millimeters. 
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igure 2.13. Traversing mechanism 
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Figure 3.6 Transition Reynolds number obtained by plotting the mean 
boundary- layer velocity from the fixed probe vs. the free- 
st*'eam Reynolds number. Transition begins at R - 3.5 x 10 





rements of the r.m.s. disturbance amplitude, |uj, compared with parallel theory 









signal processing 



























A SPEC 1 


K#i 109 


FREQUENCY - Hz 


Figure 3.9 Hot-wire anemometer output spectral density at r; = ri^ 
the boundary layer, shovving 

(1) T-S wave at 39.7 Hz and ii /U = 0.04';^. 

in CO 

(2) probe vibration at - 14 Hz due to motor-generator 

(3) electronic noise at 120 Hz and 180 Hz. 




Figure 3.10 Spectral density of traverse vibration showing vibrational 
components of the hot-wire signal (Figure 3.9). 
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figure A.2 DI5A Sfpr, Parellel-Array Turbulence Probe. 
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